TARGET AUDIENCE: Anyone interested in MR engineering, high field systems, RF coils, parallel excitation and reception, or B0 and B1 shimming.
, in which a large number of small localized electrical coils is used to shape the B0 field, thus achieving a better performance than SH shimming. However, it requires a separate set of shim coils adjacent to the RF coil array, which takes valuable space around the subject and also raises comfort and safety concerns for the subject. In addition, the electromagnetic interference between the RF and shim coil arrays (RF shielding) needs to be minimized at the cost of a reduced shimming performance 2 . To address these limitations, we propose a new general concept termed integrated parallel reception, excitation, and shimming (iPRES), based on a unified coil array. We outline the general concept based on a multiple-coil array and perform proof-of-concept experiments with a two-coil array to demonstrate its feasibility.
THEORY:
The iPRES concept is based on a simple principle in electronics that both an RF and a direct current (DC) can coexist independently in the same circuit with no electromagnetic interference between each other. An implementation example of this concept is shown in Fig. 1 . Its distinctness from a traditional parallel transmit/receive coil array 3 lies in that not only RF currents flow in each loop element, but DC currents circulate in the same loops as well. The DC mode is integrated into each coil element by using an appropriate circuit design, so that the B0 field produced by the DC currents can be used for B0 shimming. Such a unified coil system therefore has the capability to perform parallel excitation, reception, and B0 shimming simultaneously to achieve a uniform B1 field, accelerated parallel imaging, and a homogeneous B0 field, respectively. Furthermore, multi-coil field modeling and shimming 1,2 has shown that the B0 field shaping capability does not critically depend on the exact number, size, positioning, or geometry of the individual coils as long as a reasonably large number of coils is used (typically 24-48). Therefore, it is natural to expect that, in a unified coil system, a large number of coils working in the DC mode will provide an effective B0 shimming alike.
METHODS:
A two-coil array made of a figure-8 and a single-loop surface coil (11×11 cm) was designed for concurrent RF excitation/reception and B0 shimming. In Fig. 2 , the addition of an inductor L1 in conjunction with a DC power supply forms a closed loop and allows a DC current to circulate in the figure-8 pathway, thereby generating a B0 field that can be used for B0 shimming. Both coils were positioned, partially overlapped, in a coronal plane on top of a square water phantom containing a grid. A B0 inhomogeneity was introduced in the phantom by placing a stack of 20 coins (US quarters) on top of the coils, resulting in a strong localized field distortion similar to those present in brain regions such as the inferior frontal cortex. The optimal DC currents to be applied in both coils were automatically determined in Matlab by minimizing the residual field between a weighted combination of two B0 maps acquired with a DC current in each coil, but no coins, and a B0 map acquired with the coins, but no DC currents. Fig. 3 shows representative EPI images and B0 maps in a 6×6 cm ROI acquired on a 3T scanner under three different conditions. First, an image was acquired without DC current, resulting in minimal geometric distortions (a). Second, a B0 inhomogeneity was introduced by placing the coins, resulting in a strong localized nonlinear B0 field distortion (d) and nonlinear geometric distortions (b). Third, individually optimized DC currents were applied in both coils to generate a shim field and compensate for the B0 inhomogeneity introduced by the coins, resulting in a significant reduction of the B0 inhomogeneity (e) and geometric distortions (c).
RESULTS:

DISCUSSION and CONCLUSION:
These proof-of-concept experiments demonstrate the feasibility of the proposed iPRES concept. Although there are residual B0 inhomogeneities and geometric distortions because our experiments were performed with only two coils, which offers a limited flexibility for B0 shimming, it is expected that a more effective shimming can be achieved with a larger number of coils. The iPRES concept benefits from many potential advantages. First, by using multiple localized coils, it has the ability to achieve a more effective high-order shimming than SH shimming. Second, by eliminating the need to use separate coil arrays for excitation/reception and B0 shimming, as in the multi-coil shimming method 1, 2 , it can simplify the scanner design, save valuable space within the magnet bore, avoid the RF shielding effect, and simultaneously maximize the performance of both the RF coil and the localized B0 shimming, since the unified coil array can be in close proximity to the subject. Finally, a unified coil array that can perform parallel excitation and reception as well as B0 and B1 shimming concurrently will be particularly beneficial for ultra-high field MRI (7T and above), given its potential for simultaneously addressing two critical problems (B0 and B1 inhomogeneity). 
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